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A comparison of cardiac output derived from the arterial
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In three clinical centres, we compared a new method for measuring cardiac output with
conventional thermodilution. The new method computes beat-to-beat cardiac output from
radial artery pressure by simulating a three-element model of aortic input impedance, and
includes non-linear aortic mechanical properties and a self-adapting systemic vascular resist-
ance. We compared cardiac output by continuous model simufation (MF) with thermodilution
cardiac output (TD) in 54 patients (I8 female, 36 male) undergoing coronary artery bypass
surgery. YWe made three or four conventional thermoditution estimates spread equally over
the ventilatory cycie. In 490 series of measurements, thermodilution cardiac output ranged
from 2.1 to 9.3, mean 5.0 litre min~'. MF differed +0.32 (1.0) litre min™' on average with limits
of agreement of —1.68 and +2.32 litre min~!. Differences decreased when the first series of
measurements in a patient was used to calibrate the model. In 436 remaining series, the mean
difference became ~0.13 (0.47) litre min~' with limits of agreement of —1.05 and +0.79 litre
min~’. When consecutive measurements were made, the change was greater than 0.5 litre
min~', on 204 occasions. The direction of change was the same with both metheds in 199. The
difference between the methods remained near zero during surgery suggesting that a single
calibration per patient was adequate. Aortic model simulation with radial artery pressure as
input reliably monitors changes in cardiac output in cardiac surgery patients. Before calibration,
the model cannot replace thermodilution, but after calibration the model method can quantita-
tively replace further thermodilution estimates.
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obstacles must be removed such as physiological limita-
tions, limited reliability, cumbersome maintenance, insuf-
ficient precision, and slow responsive have to be overcome.
© The ethod maybe suitable.'*!" This
method “derives “an“aortic flow waveform from arterial
pressure by simulation of a non-linear three-element aortic
input impedance mode] and integrates stroke volume from

Clinically,

However, &

'Many methods have been proposed to do this, including

arterial pulse contour analysis;'~ transoesophageal,” trans-

5 ‘ 6 .
tracheal,” and intrapulmonary artery Doppler; " the Fick  “Rinuncially supported in part by Edwards Co., Anaheim, CA, USA. Dr
principle;” continuous thermodilution; and bioimpe- Wesseling holds a patent on the cardiac output method. TNO has no

dance.'?'® To gain widespread acceptance, however,

interest in the cardiac output method.
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Continuous cardiac output by model simulation

the flow waveform. Th

mpated with carlier
precision and tracking ability
in 54 cardiac surgery patients, in three hospitals, by
simultaneous comparison with right heart thermodilution
estimates of cardiac output.

Materials and methods

Patients

The departments of Anesthesiology of the Veterans
Administration Medical Center, San Diego, CA, USA
(San Diego), the University of Leuven Academic
Hospital, Leuven, Belgium (Leuven), and the University
of Maastricht Academic Hospital, Maastricht, The
Netherlands (Maastricht) participated in a prospective
study of the bias and precision of the continuous cardiac
output method compared with thermodilution, under con-
ditions of routine use during cardiothoracic surgery. With
approval of each institution’s ethical commitiee and written
informed consent from the patient, we studied 54 patients
(18 female, 36 male), undergoing elective coronary artery
bypass surgery. All patients had symptomatic coronary
artery disease without previous myocardial infarction. We
excluded patients with a history of abnormal ventricular
function, known tricuspid or pulmonary valve disease,
aortic valve abnormality, or aortic aneurysm. None had
acute or chronic pulmonary disease.

The anaesthesia regimen differed slightly between the
three hospitals. Premedication was with lerazepam
(Maastricht, Leuven) or midazolam (San Diego).
Anaesthesia was induced with sufentanil and maintained
by further continuous infusion of sufentanil (Maastricht), or
by injections of midazolam and fentanyl (San Diego), or of
etomidate and sufentanil (Leuven) as needed. Complete
muscle relaxation was maintained with pancuronium brom-
ide {Maastricht), pipecuronium {San Diego), or vecuroninm
(Leuven). Patients were ventilated without PEEP, at a rate
of approximately 10 bpm. Veniilatory volume and/or fre-
guency were adjusted to maintain between 32 and 42 mm
Hg. To control arterial pressure after sternotomy, in some
cases during dissection of the internal mammary artery, and
after bypass, nitroglycerine or nitroprusside were given.
Some of the patients received phenylephrine, dopamine, or
dobutamine.

Study plan

Cardiac output was measured continuously from the arterial
pressure and thermodilution series were performed at times
when identifiable changes in a patient’s state occurred,
Principally, a few minutes after the induction of anaesthesia,
immediately after sternotomy, just before and after bypass,
after sternal closure, after changes in drug infusion rate,

after cardiac pacemaker rate changes, and after the
completion of surgery. No measurements were made during
bypass because of the absence of arterial pulsations. The
number of measurements made in each patient depended on
the duration of surgery and on the complexity of the surgical
procedure. The series after induction of anaesthesia, how-
ever, was always obtained. Measurements were called and
executed by an operator after permission from the anesthe-
tist in charge and a statement of no objection from the
surgeon. After pressing the start button, the cold liguid
injections for the thenmodilution estimates and the recording
of all data was fully automatic by computer without human
intervention thereby removing any operator bias or error. To
improve haemodynamic stability, major surgery was sus-
pended during the measurements.

Modelflow method physiologic background

Left ventricular contraction causes inflow of blood into the
arterial system, but this inflow is opposed by arterial counter
pressure and aortic and peripheral arterial input impedance.

hree principal components: a charactenstm
impedance which represents the opposition of the aorta to
pulsatile inflow, Windkessel compliance which represents
the opposition of the aorta to volume increases, and
peripheral resistance which represents the opposition of
the vascular beds to blood ﬂow These components are not
constant.
itself, ¥ and total sy p

many factors including circulatory filling, metabolism,

e, and vasoactive drugs.
1anc¢ e?decreases substannaﬂy when pressure
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Fig 1 Schematic diagram of the three-element non-linear, self-adapting
model (right) and input pressure and simulated flow pulse (left). Arteriat
pressure p is applied to the model input. Z;, characteristic impedance of
the proximal aorta; Cw, arterial Windkessel compliance; Rp, total
systemic peripheral resistance. The non-linear properties of Z; and Cw
are indicated by a stylized ‘S* symbol. Rp has an arrow indicating that it
adapts to changes in systemic resistance. The result of the model
simulation is a flow curve g. Integrated per beat {the area under the
curve) it yields stroke volume.
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major source of error if not taken into account. In contrast,
aortic characteristic impedance, increases only moderately
with pressure. These non-linear relationships were studied
in vitro by Langewouters and colleagues®® and described as
mathematical functions whose properties depend closely on
patient age and gender, and slightly on height and weight.
However, the aortic diameier is not known accurately. So,
the absolute value of the computed cardiac output is
uncertain unless calibration against anocther method of
measurement such as thermodilution can be done.
Theoretically, the thoracic aortic diameter could be meas-
ured for example with ultrasound, but this possibility was
not tested, The tracking of changes in cardiac output,
however, is not affected by the uncertainty of aortic
diameter.'*

Use of the Modelflow method

Before the start of surgery the patient’s gender, age, hei
and weight are entered into the Modelflow computer.

d in computer memory for each
pressure level from the equations. At each new pressure
sample taken at 100 Hz the corresponding values are read
from the table and entered into the model. The model is
simulated digitally in real-time and supplied with the
sampled arterial presstre waveform. The pressure wave-
form is taken from the monitor in use in the operating room.
The simulation resuit is a sampled continuous acttic flow
waveform (Fig. 1), The flow waveform is integrated during
arterial systole to deliver stroke volume. Cardiac output is
compuied for each beat as the product of stroke volume and
heart rate. The result is called ‘model cardiac output’ in the
remainder of the paper.

Model total systemic peripheral resi
follows. :F fitstisim béat,
nd m
od vl AL
ardiac output for this first
‘defines a new resistance value, which is used in the
model for the next beat, and so forth, Within five beats from
the start, the model resistance usually stabilizes to the
systemic peripheral resistance value. This self-adaptation
scheme remains permanently active so that changes in
systemic peripheral resistance that occur are followed by the
model. This is possible because systemic peripheral resist-
ance changes slowly, with a time constant which is typically
approximately 10 s.

Pressure transducers were clamped to the operating table
to keep their correct hydrostatic height with respect to heart
level. When height changes occurred they were noted but
level correction was not attempted. Continuous flush
devices prevented clotting at the catheter tips. The resonant
frequency of the system in use at each location was

is obtained as
alue fi

measured in the laboratory and ranged between 15 and 25
Hz. Before each comparison with thermodilution the arterial
waveform quality was visually inspected and the catheter
was flushed if slow rising upstrokes took more than 100 ms
to reach a maximum. The close observation of pressure
pulsation quality was facilitated by a static on-screen
display similar to the one shown in Figure 1. Damping of
the waveform was continuously monitored by software and
an alerting message was displayed whenever risetime
increased beyond 150 ms. Qccasionally, however, a slow
rising waveform had physiological causes and led to a false
alarm.

Thermodilution method

Thermodilution cardiac cutput measurements were per-
formed with system controlled by a personal computer, and
included an iced injectate container (CO-SET, Baxter-
Edwards, Irvine, CA, USA), a proprietary, motor driven
injectate syringe, a thermodilution Swan-Ganz catheter
(Baxter), and a COM-2 cardiac output computer (Baxter}.
The start of the ventilatory cycle was read from the
ventilator output or, if unavailable, detected from the
capnogram waveform. At precisely timed, variable delays
from the start of the ventilatory cycle injections of 10 ml of
iced glucose solution 5% were triggered automatically.
Delays were spread equally over the ventilatory cycle,*' ¥
each 25% of the cycle for a series of four injections
{Maastricht), each 33% for a series of three injections (San
Diego and Leuven). The three or four cardiac output
determinations were averaged to obtain one single value for
average cardiac output in that period. For this technigque to
work optimally, the haemodynamic state and respiratory
rate must be stable during the series.”!

Data acquisition
The software we used is an online real-time version of the

. BEATFAST offline program, called MODELFLO.EXE

(TNO, Academic Medical Centre, Amsterdam, The
Netherlands) dated May 1997. K automates all actions and
records all haemodynamic data relevant to the study. As
cardiac output in & patient can be quite variable, it is
tmportant to acquire the data from each method simultan-
eously. Computer storage of the sampled arterial pressure
waveform and beat-lo-beat derived haemodynamic data for
each comparison started one full respiratory cycle before a
thermodilution injection, continued for as mainy respiratory
cycles until at least 18 s had passed, and stopped afier one
additional respiratory cycle. This resulted in an average
recording time of 30 s for each single thermodilution
measurement. The digital output of the COM-2 device was
also stored, including values for cardiac output, blood
temperature, injectate temperature, computation constant,
and warning and error codes. This procedure was repeated
for the remaining injections in a series with a pertod of five
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ventilatory cycles allowed between any two measurements.
A series of three or four measurements thus took between
150 and 210 s. Although the MODELFLO monitor ran
continuously, waveform samples were recorded only during
thermodilution series.

Data analysis

To compare model and thermodilution cardiac output,
model cardiac output was first averaged over the beats
recorded during an injection. Then the three or four mode!
and thermodilution values per series were each averaged to
obtain one single data pair {(COy,s, COy4) for further analysis.
Both values estimate the average cardiac output during a
series.

The same set of comparison data pairs was analysed
twice.

1. In a first analysis, model cardiac ontput (COyr) was
used as is with the model hased on the patient’s
gender, age, height, and weight. This is called
uncalibrated.

2. In a second analysis model, cardiac output (CO,,) was
made equal to thermodilution cardiac ouotput in the
first series after induction, through multiplication by a
patient individual calibration factor, €,=C0q/COpz.
This reduces the uncertainty in the patient’s aortic
diameter, because of the high standard deviation of the
age and gender based population average. As the first
data pair in each patient, would, therefore, be defined
to have zero difference it was excluded from further
analysis.

With the second method, we mainly investigated the ability
of the model to track changes in cardiac output.

A trend score was computed for each patient and also for
the group of patients. The trend score is derived from the
changes in consecutive cardiac output valees. If both
methods simultaneonsly indicate a positive trend, the
changes compare positively and a positive score is counted.
If both show a negative trend, they again compare
positively. When the changes in cardiac output are in
opposite directions they compare negatively and a negative
score is counted (see Fig. 6 for examples). Ideally, only
positive scores are present. Separate scores were made for
all consecutive changes regardless of size, and also for
changes where consecutive thermodilution cardiac output
values differed by at least 0.5 litre min~!, which is
considered clinically relevant.

A trend analysis was performed to spot any systematic
trends in cardiac output and in the difference between the
methods.?® This was done by plotting the mean of the model
and thermodilution cardiac outputs and their difference
averaged over the group and for each half hour of the
operation. The calibration pair for each patient was not
included.

Haemodynamic stability was verified by analysis of mean
arterial pressure and heart rate during a thermodilution

series. Stability was considered absent if mean arterial
pressure and heart rate averaged per inmjection period
deviated more than 5% from their series average™
Severe, persistent arthythmias during thermodilution meas-
nrement was also considered to be absence of stability. If
stability was not present, the series was excluded from
further analysis. Periods with balloon pump counterpulsa-
tion had to be discarded as the model method did not
properly recognize the heart beats.

The range ratio of haemodynamic values during an
operation was computed as the ratie of the largest to the
smallest value that was measured in a patient. Thus, if a
lowest mean arterial pressure of 60 and a highest of 120 mm
Hg were measured the range ratio was 120/60=2. For two-
pressure ranges one 30-90 mm Hg (difference=60, ratio=3)
and another 80-140 mm Hg (difference=60, ratio 1.75), the
first is more important than the second, because of the non-
linear properties of the aorta. The ratio was computed for
cardiac output, heart rate, mean arterial pressure, and total
peripheral resistance as it has been suggested that these
parameters may affect the accuracy of methods such as the
model method.

Statistical analysis

We gathered data in three clinical centres in three countries
with slightly different anaesthetic regimen, in female and
male patients, with changing patient condition during the
operation. We studied how these factors might affect
cardiac output comparison by testing correlations and
differences between cardiac output methods. We used the
statistical package BMDP version 7, program 1V and 3V
(BMDP, Los Angeles, CA, USA). If either variable is not
significantly dependent on centre or patient gender, the data
can be pooled to get more reliable statistics.

Computation of limits of agreement was the principal
method of analysis with differences in data pairs plotted
against their average.” The agreement between model and
thermodilution cardiac output is computed as the bias
{mean), with limits of agreement computed as bias =2 sp%?
when differences followed normal distributions. Normality
was tested with the Kolmogorov-Smirmov one-sample test.
The coefficient of variation was computed as CV=(sD/
mean)X100%. Data averages are given as mean (SD).
Statistical significance was considered present when
P<0.05.

Results

In 18 female and 36 male patients a total of 566
thermodilution series were obtained during a median
operation time of 4 h 30 min. Inadequate haemodynamic
stability caused rejection of 59 thermodilution series.
Insufficient pressure signal quality caused rejection of 14
series. Thermodilution problems caused rejection of three
series. Thus, 490 series of acceptable quality remained. In
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Fig 2 Trend plot in patient 54. This patient was selected because she had a large ratio between highest and lowest cardiac output. The individual
thermodilution measurements, not yet averaged over each series of four, are shown as solid dots. Series are numbered from 1 1o 14. Continuous maodel
cardiac output is shown as an eight-beat average, which is uncalibrated until the first thermodilution sesies is completed, at the arrow.

Table 1 Summary of patient details and haemodynamic data. In the coiumas
unit: the umnit vsed to express the numerical values; mean, average values
obtained as indicated; sb, standard deviation; range, minimum left and
maximun value. Parsmeters: X;, model calibration factor based on first
deterntinations; MAP, mean arterial pressure; HR, hear rate; TPR, total
peripheral resistance from MAP/COy; COy, thermodilution cardiac output;
COp—COyq, difference be veen uncalibrated model and thermodilution
cardiac oneput; €O, —CO,, difference between calibrated model and
thermodilution cardiac output. Above the line the date first averaged per
patient and then pooled for the group, befow the line all the measurements

pooled

Variable Units Mean SD Range

Patient characteristics, n=34

Age yr 62 9 43-78
Height em 169 8 153-188
Weight kg 74 8 55-92
¥ 0.95 0.18 0.62-1.45
Patient means

MAP mm Hg 79 7 65-98
HR pin™! 73 11 50-107
TPR dyn s em™> 1350 300 817-2534
COy fitre min~ 49 0.0 3.0-7.7
COm—COw litre min! 10.3 0.9 ~1.5-2.4
CO—COuy litre min™! -0.1 0.2 -0.7-0.3
Pooled data

MAP mm Hg 78 12 39-114
HR min~! 73 19 39-147
TPR dyn s e’ 1332 415 531-2978
COy litre min™! 50 13 2.0-9.3
COy-COy litre min™! -0.F 0.5 -2.1-1.6

each patient data from before and after bypass were
available.

Figure 2 shows an example of a trend graph of modef and
thermodilution cardiac output of each injection in patient 54.

Althongh substantial changes in cardiac output occurred
between the 14 series, the tracking of thermodilution by
meodel cardiac output was close. Individual thermodilution
measurements show scatter within some series of four
measurements, but no measurement was rejected.

Table | summarizes patient data and selected haemody-
namic variables. These inclode thermedilution cardiac
output and the differences between model and thermodilu-
tion cardiac output before and after medel calibration.
Taking averages for cach patient and then pooling the 54
patient results, or pooling all 490 series resulted in only
marginal differences for the mean values. Standard devi-
ations and ranges were less if patient averages were taken
first. Thus, pooling all series, the greatest range ratios for
mean arterial pressure, heart rate, thermodilution cardiac
output, and systemic peripheral resistance were 3, 4, 5, and
6:1, respectively. Within patients, mean arterial pressure
ranged over 2:1 or greater ratios in four of the 54 patients,
heart rate in 13, thermodilution in 12, and total peripheral
resistance in 20 of the 54 patients. Thus, the haemodynamic
state was far from constant within and between patients and
peripheral resistance was the least stable.

The mean calibration factor k; was 0.95, which was
significantly different from 1.00. The calibration factor was
not related to any patient or haemodynamic variable
recorded. The cardiac output bias of +0.32 litre min™!
before calibration decreased to ~0.13 litre min~' and became
non-significant, The standard deviation of the differences of
1.0 litre min~" is halved after calibration to 0.47 litre min™.
The differences were not associated with any of the other
haemodynamic variables, including systemic peripheral
resistance.
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